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Electrostatic spray ionization (ESTASI) mass spectrometry imaging (MSI), recently developed to proﬁle
spatial distribution of chemical and biochemical molecules on an insulating surface under ambient
conditions, has been applied to identify and quantify chemicals from silica gel surfaces. Both hydrophilic
or hydrophobic silica plates have been imaged with good resolution providing a direct identiﬁcation of
the samples. For the hydrophilic silica gel substrate, silanization of the plate before ESTASI-MS analysis
was used to render the surface hydrophobic. ESTASI-MSI is shown to be a sensitive technique for the
identiﬁcation of a wide range of molecules of diﬀerent polarities and chemical structures with minimal
sample consumption in the femtomole range.Introduction
Compared to vacuum ionization mass spectrometry imaging
(MSI), ambient ionization MSI holds the advantages of minimal
sample preparation, more exible device design and in situ
analysis. The commonly used ambient ionization methods for
MSI include desorption electrospray ionization (DESI),1 laser
ablation electrospray ionization (LAESI), desorption atmo-
spheric pressure photoionization (DAPPI),2 laser desorption
atmospheric pressure chemical ionization (LD-APCI),3 low-
temperature plasma (LTP) mass spectrometry,4 and liquid
extraction surface analysis.5 Recently, we have developed a novel
ambient MSI system based on the newly introduced technology
named electrostatic spray ionization (ESTASI)6 and successfully
imaged dried peptide spots and black dye patterns on polyimide
(PI) substrates.7 However, a major problem of ESTASI-MSI has
been the low spatial resolution due to the tailing eﬀect resulting
from droplet based extraction of the weakly bound samples on
insulating polymer substrates. We here show that this drawback
can be circumvented when imaging thin-layer chromatography
(TLC) plates by ESTASI-MSI. The strong hydrophobic or hydro-
philic aﬃnity between samples and substrates minimizes the
tailing eﬀect. By optimizing the extraction buﬀer conditions,
selective sampling from the substrates can be realized.alytique, Ecole Polytechnique Fe´de´rale de
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tion (ESI) available. See DOI:
hemistry 2015TLC, one of the earliest forms of chromatography for the
separation of a wide range of samples,8–12 is still widely used
nowadays in food analysis, pharmaceutical research, forensic
science, biochemistry, clinical chemistry, etc. The compounds
separated by TLC are amenable to the post-chromatographic
detection and proling by typical methods such as optical
visualization and spectroscopic measurements. However, these
detection methods usually have poor specicity and are
restricted by the chemical or optical properties of analytes. For
these reasons, mass spectrometry (MS) is a suitable technique
to couple with TLC due to its rapid analysis, high specicity and
structural characterization ability.13,14 Various vacuum-based
desorption ionization techniques have been applied to sample
and ionize nonvolatile or thermally labile compounds directly
from TLC surfaces.15–20 Nevertheless, the widespread applica-
tion of vacuum-based TLC-MS techniques has been hindered by
several problems such as the requirement of a high-vacuum
apparatus, diﬃcult detection of volatile or semi-volatile
compounds and interference of matrix ions in the low mass
range (<700 Da) during the matrix-assisted laser desorption/
ionization (MALDI) MS analysis. Interfacing TLC with ambient
ionization MS without much sample pretreatment prior to MS
analysis is more convenient in the view of fast analysis.
Recently, several ambient ionization methods, including elec-
trospray ionization (ESI) based techniques,21–27 APCI,28 DART29
and inductively coupled plasma ICP30,31 have been introduced
for the direct coupling of TLC with MS. Among the ambient MS
methods, DESI-MS is a powerful one and has been coupled with
TLC since 2005, where the primary charged solvent droplets
produced by electrospray ionization were directed to a TLC plate
to sample and ionize the analytes.24 Then a closely relatedRSC Adv., 2015, 5, 75395–75402 | 75395
RSC Advances Paperapproach, named nano-DESI, was developed in 2010, which
enables the separation of desorption and ionization events by
using two capillaries to form a solvent bridge to desorb analytes
from substrates followed by ionization through self-aspirating
nanoelectrospray.27 Tissue imaging was demonstrated by
using this technique with good spatial resolution and high
sensitivity.32
In this work, ESTASI is coupled with TLC directly. Sample
spots separated by TLC were proled by ESTASI-MSI, including
drug molecules on normal phase silica TLC plates and dyes on
high performance reverse phase (HPRP) C18 silica plates. In the
former case, the highly hydrophilic silica plates were modied
by chlorotrimethylsilane aer TLC separation to form hydro-
phobic surfaces for ESTASI-MS analyses. The HPRP C18 and the
modied normal phase silica plates provide ideal substrates for
in situ characterization and accurate sample location by
ESTASI-MS with eﬃcient sample extraction, reduced tailing
eﬀect due to the hydrophobic–hydrophobic or hydrophilic–
hydrophilic interactions between samples and TLC substrates
and even the abilities of sample desalting to enhance the
detection sensitivity. The TLC-ESTASI-MS is universal for a wide
range of organic molecules with very diﬀerent chemical
properties and polarities. The sample consumption can be as
low as 75 fmol of uorescein on the HPRP C18 plate, or #33
fmol of enrooxacin on the normal phase silica plate. In
addition to the identication of sample spots, the TLC-ESTASI-MS
strategy can also provide a separation prole of the samples on
the plates in a line-scanmode, or even a distribution image of the
spots in a 2D-scan mode, which is of great value when the
samples are colourless and do not give a clear image under UV
illumination on the TLC plates with uorescent indicators.
Experimental
Materials and methods
Methanol (99.9% HPLC grade), acetic acid (>99.9%), 4-acet-
amidophenol (98%), aspirin (99%) and chlorotrimethylsilane
($98% GC grade) were obtained from Sigma-Aldrich (Schnell-
dorf, Switzerland). 25% aqueous ammonia and tetrahydrofuran
(99.8%) were from VWR (Nyon, Switzerland). Ammonium
acetate (98%) was obtained from Merck (Zug, Switzerland).
Rhodamine B (99%), rhodamine 6G (99%), caﬀeine (98.5%),
formic acid (99%) and acetonitrile (99.9% HPLC grade) were
purchased from Acros Organics (Geel, Belgium). Fluorescein
(Reag. Ph. Eur.), methylene blue (95%), sudan III ($96%),
crystal violet (AR grade) and ethyl acetate (99.9% HPLC grade)
were obtained from Fluka (St. Gallen, Switzerland). Enro-
oxacin (ENR, 98%), eroxacin (FLE, 98%) and lomeoxacin
(LOM, 98%) were purchased from TCI (Tokyo, Japan). Angio-
tensin I (NH2–DRVYIHPFHL–COOH, 98%) was obtained from
Bachem (Bubendorf, Switzerland). Deionized water (18.2 MU
cm) was puried by an alpha Q Millipore system (Zug,
Switzerland) and used in all aqueous solutions.
Silica TLC plates (20 cm  20 cm, 200 mm layer thickness,
PET foil base (0.4 mm thickness) with uorescent indicator
254 nm) were purchased from Fluka (St. Gallen, Switzerland).
HPRP C18 plates (10 cm  10 cm, 200 mm layer thickness, glass75396 | RSC Adv., 2015, 5, 75395–75402plate (1.2 mm thickness) with uorescent indicator 254 nm)
were obtained from Merck (Zug, Switzerland).
Thin-layer chromatography
For the TLC-ESTASI-MS analyses of drugs (ENR, 4-acet-
amidophenol, aspirin, caﬀeine, LOM or FLE), 1 mL of sample
solution (in methanol with a concentration of 0.5 mgmL1) was
deposited on a silica TLC plate and developed under the mobile
solution composed of methanol, 25% aqueous ammonia, ethyl
acetate and acetonitrile (1 : 1 : 2 : 1 by volume). In the analysis
of a drug mixture, an aqueous droplet (1 mL) containing ENR
(1.4 nmol) and acetaminophen (3.3 nmol) was spotted on a
silica TLC plate for the separation with the mobile solution as
reported.33
For the TLC-ESTASI-MS analyses of dyes (uorescein,
rhodamine B, rhodamine 6G, sudan III, methylene blue or
crystal violet), HPRP C18 plates were used. In the analysis of a
dye mixture, a droplet (1 mL) of the dye mixture (1.7 nmol of
methylene blue, 1 nmol of rhodamine 6G and 1.5 nmol of
uorescein) was spotted on a HPRP C18 plate, and developed
with the mobile phase composed of methanol, tetrahydrofuran
(60 : 40 by volume) and 100 mM ammonium acetate as
reported.21
Modication and characterization of TLC plates
Aer sample separation, the silica gel TLC plates were coated by
chlorotrimethylsilane to form hydrophobic surfaces. During the
coating procedure, both a dry silica plate and a small bottle with
2 mL of chlorotrimethylsilane were placed inside a closed
plastic box and all together in a fume hood overnight
(16 hours). The chlorotrimethylsilane was evaporated from
the small bottle to react with silicon hydroxyl of the TLC plate.
Aerwards, the modied plate was taken out of the box and
placed in the fume hood for another 1 h to let the excess
chlorotrimethylsilane vapour evacuate.
Characterization of the modied and unmodied silica TLC
and the HPRP C18 plate was performed by a Drop Shape
Analysis System DSA100 from Kru¨ss GmbH (Hamburg,
Germany), where the contact angles of diﬀerent solvents on the
plates were tested.
ESTASI-MS
The mass spectrometer used to detect ions produced by ESTASI
was a linear ion trap (Thermo LTQ Velos), where the MS inlet
was always grounded and the positive ion-scanning mode was
chosen. The ESI voltage of the internal power source of the MS
instrument was always set as 0 during ESTASI-MS experiments.
The enhanced ion trap scanning rate of 10 000 mass-to-charge
ratio (m/z) per second was used.
The ESTASI setup was illustrated in Fig. 1. High voltage
pulses (from 0 V up to 9 kV, 20 Hz) were generated by amplifying
square wave voltage pulses with a high voltage amplier
(10HVA24-P1, HVP High Voltage Products GmbH, Martinsried/
Planegg, Germany) to induce the ESTASI. A self-designed ion
transfer capillary in “L” shape (2 mm of outer diameter (o.d.),
0.8 mm of inner diameter (i.d.)) replaced the original one forThis journal is © The Royal Society of Chemistry 2015
Fig. 1 Schematic representation of the setup used for
TLC-ESTASI-MS.
Paper RSC Advancesconvenient scan of a horizontally placed surface. A TLC plate
containing sample spots was supported on a thin insulating
polymer substrate (PET, 0.2 mm thickness) and placed under
the ion transfer capillary. The TLC plate was moved by two
motored travel stages (MTS50-Z8, Thorlabs, Dachau/Munich,
Germany) in x and y directions to bring the sample spots
under the MS inlet for detection, linear scans or 2DMSI. A fused
silica capillary (150 mm o.d., 50 mm i.d.) named wetting capillary
was in contact with the TLC plate surface to deliver acidic
solvent for sample extraction and ionization.
Several parameters were adjusted precisely to obtain good
MS signals, including the distance between the sample surface
and the ion transfer capillary, the angle between the fused silica
capillary and the sample surface, the ow rate of the acidic
solvent and the solvent component.
ESTASI-MS selected reaction monitoring (SRM) was per-
formed by collision induced dissociation (CID) with normalized
collision energy of 25. The isolation width of precursor ion was
set as 1 m/z and the scan range of SRM was set as 16 m/z.
Data analysis was performed by Xcalibur Qual Browser
(ThermoFisher Scientic, Reinach, Switzerland). The line-scan
results and mass spectra were plotted by IGOR Pro (Version
6.00 for Macintosh, WaveMetrics, Lake Oswego, OR, USA). 2D
MS image and 3D TLC-ESTASI-MS map were plotted by the data
processing soware MIRA (G. Wittstock, University of Old-
enburg; http://www.uni-oldenburg.de/chemie/pc2/pc2forschung/
secm-tools/mira/).Fig. 2 Extraction solvent optimization and detection limit of ﬂuores-
cein on HPRP C18 plate. (a) Optimization of the extraction solvent
(water and methanol mixture with 1% acetic acid). Iﬂuorescein: intensity
of singly protonated ﬂuorescein at m/z ¼ 333.3; IAng I: intensity of
three-protonated angiotensin I at m/z ¼ 432.9. (b) Mass spectrum of
ﬂuorescein detected by ESTASI-MS from the HPRP C18 plate with 1%
acetic acid, 75% methanol and 24% H2O as the extraction solvent
under a ﬂow rate of 1 mL min1. Sample on TLC: ﬂuorescein (1 mL,
30 mM aqueous solution) developed by the mobile solution of
methanol and tetrahydrofuran (60 : 40 v/v) with 100 mM ammonium
acetate.Results and discussion
ESTASI-MS analyses of samples from HPRP C18 plates
In TLC-ESTASI-MS, a wetting capillary was used to deliver
extraction solution to a TLC plate locally, and extract samples
from the plate. ESTASI-MS analysis7 of the samples can be
accomplished only when the extraction solvent can establish a
droplet under the MS inlet and when the samples can be
eﬃciently extracted into the droplet. Thus, the extracting
solvent needs to be well chosen to combine a good solubility for
the analytes and a good wettability for the TLC plates. For
diﬀerent samples and TLC plates, the diﬀerent solvent
composition should be optimized accordingly.This journal is © The Royal Society of Chemistry 2015One typical application of the TLC-ESTASI-MS system is
based on reverse phase TLC plates. In this work, a HPRP C18
plate was selected, because of its excellent separation ability
with respect to various organic molecules, and its highly
hydrophobic surface property. Several identical sample droplets
(1 mL, 0.3 mM uorescein) were deposited on a HPRP C18 plate
and then developed in parallel by the mobile solution of
methanol and tetrahydrofuran (60 : 40 v/v) with 100 mM
ammonium acetate to obtain several sample spots with the size
of5 mm in diameter each. Five extraction solvents, containing
0%, 25%, 50%, 75% and 99% H2O respectively, in methanol
with 1% acetic acid were tested. Sampling with each solvent
lasted for 30 s on the centre of the uorescein spot with
continuous ESTASI-MS detection. Due to the diﬀerent absorp-
tion of the HPRP C18 plate to diﬀerent extraction solvents, the
injection ow rate of each solvent was adjusted to obtain the
best MS signals for the solvent.
From the recorded mass spectra, ratios between the peak
intensities of the uorescein ion and the internal standard (IS)
ion, which was the triply protonated Ang I, were calculated,
averaged and plotted versus the percentages of water in the
extraction solvent, as shown in Fig. 2(a). The MS intensity of
uorescein in comparison with the IS reduced greatly with the
incremental change of water percentage. It is reasonable by
considering that the less-polarized solvent with more methanol
should have a better extraction capacity of samples from the
reverse phase TLC plates, where the aﬃnity between the
samples and the C18 modied plate is based on hydrophobic–
hydrophobic interactions. In spite of the largest extraction
eﬃciency, it was diﬃcult to form a stable ESTASI with the
solvent consisting of 99% methanol and 1% acetic acid to
always form a stable MS signal. Because of the relatively strong
absorption of the HPRP C18 plate to methanol, the extraction
solvent with 99% methanol can also induce the development of
the sample in the plate, which would especially inuence the
linear scan or 2D imaging of TLC spots by MS. Therefore, the
solvent composed of 75% methanol, 24% water and 1% acetic
acid was selected for the further experiments on the HPRP C18RSC Adv., 2015, 5, 75395–75402 | 75397
RSC Advances Paperplate to evaluate the detection limit of uorescein by
TLC-ESTASI-MS.
Stock solutions with diﬀerent concentrations of uorescein
were prepared. 1 mL of each was spotted on a HPRP C18 plate
and then developed by the mobile phase described above to
form nal sample spots. The uorescein spot dried from 1 mL of
30 mM solution could still be easily detected by ESTASI-MS with
the signal-to-noise ratio (S/N) of about 12, Fig. 2(b). The spot
diameter was around 5 mm, while the extraction area was about
250 mm in diameter. Accordingly, the uorescein consumption
amount was estimated to be #75 fmol, indicating that the
HPRP C18 TLC-ESTASI-MS system is suitable for the analyses of
trace analytes.
Rhodamine B, rhodamine 6G, sudan III, methylene blue and
crystal violet can also be analyzed in the same way on the HPRP
C18 plate by ESTASI-MS, indicating that the method is universal
to a wide range of molecules with diﬀerent chemical properties
and polarities. The obtained mass spectra by TLC-ESTASI-MS
and the structure of these molecules are shown in the ESI
(S1 and S2†).Fig. 3 ESTASI-MS line scan of a dye mixture separated on a HPRP C18
plate. The dye mixture contains methylene blue (1.7 nmol), rhodamine
6G (1 nmol) and ﬂuorescein (1.5 nmol). (a) Optical image of the dried
samples. (b), (c) and (d) normalized relative ion current (Rel. IC/%)
chromatography of methylene blue, rhodamine 6G and ﬂuorescein,
respectively. (e) 3D TLC-ESTASI MS map of the three dyes. Rel. IC of
each dye was calculated by dividing the IC of singly protonated sample
molecule by that of the triply protonated Ang I, and then normalized,
respectively.ESTASI line-scan and 2D imaging of sample spots separated
by HPRP C18 plates
Based on the characterization of TLC spots by ESTASI-MS, line
scan and 2D imaging of the spots were performed, which could
be useful in discerning slightly overlapping spots or the analytes
not readily visible on the plate. A dye mixture containing
methylene blue (1.7 nmol), rhodamine 6G (1 nmol) and uo-
rescein (1.5 nmol) was separated by a HPRP C18 plate. The
obtained dye spots were subjected to line scan and 2D imaging
by ESTASI-MS. The extraction solution of 3 mM Ang I in 1%
acetic acid, 75% methanol and 24% water was delivered at
1 mL min1. In the line scan, the motored travel stage moved
with the step size of 100 mm, the translation rate of 5 mm s1
and the delay time of 1 s to bring diﬀerent regions of the TLC
plate to the wetting capillary for analyses. MS signals were
recorded, and the ion current (IC) ratio between target molecule
and internal standard was calculated and normalized as shown
in Fig. 3 for quantication.
Fig. 3(a)–(d) showed the optical image of the development
lane containing methylene blue, rhodamine 6G and uo-
rescein spots, and the IC chromatography of each dye from
ESTASI-MS line-scan. The white arrow on the optical image
indicated the TLC developing direction, which was also the
line-scan direction. The line scan crossed the centre of the
TLC spots. Although the amount of each dye was almost the
same in the mixture, the mass spectra signals varied a lot
because of the diﬀerent extraction and ionization eﬃciencies
of the samples. Comparing Fig. 3(a) with Fig. 3(b)–(d), the
ESTASI-MS line-scan showed the chromatography quite close
to the optical image, but still with the following diﬀerences.
The IC bandwidth of uorescein in Fig. 3(d) was larger than
that of the visual uorescein spot in Fig. 3(a). From Fig. 3(c)
and (d), there was a small overlap between rhodamine 6G
and uorescein spots, which could not be discerned visually
from the optical image. The resolution of chromatographic75398 | RSC Adv., 2015, 5, 75395–75402bands in TLC was further considered to evaluate the
TLC-ESTASI-MS, which is dened as the distance between
the band centres divided by the average width of the bands.12
The calculated TLC resolutions were 5.52 and 5.38 for the
separation of methylene blue and rhodamine 6G, and 1.60
and 1.20 for the separation of rhodamine 6G and uorescein,
based on the optical image and ESTASI-MS, respectively. On
one hand, the diﬀerence between the IC chromatography
and the optical image can stem from the limited spatial
resolution of ESTASI-MS, which is regulated by the wetting
capillary size, and the step size. On the other hand, the
optical image could hinder some details of the sample
spots when their surface concentration is too low to give a
colour strong enough to see, which could still be revealed by
ESTASI-MS.This journal is © The Royal Society of Chemistry 2015
Paper RSC AdvancesThe main advantages of MS scan of TLC plates compared
with any spectroscopy detection method are the direct charac-
terization of analytes and the possibility to diﬀerentiate in m/z
the analytes not well separated by TLC. For this purpose, a
concept of 3D TLC-ESTASI-MS map is shown here, with the
x-axis representing the position of the sample spot on the
scanned lane, the y-axis representing them/z ratio and the z-axis
in colour gradient representing the surface density. Fig. 3(e)
showed the 3D TLC-ESTASI-MSmap reconstructed from the line
scan MS data. There is a small degree of overlap on the x-axis
between uorescein and rhodamine 6G spots as already found
in Fig. 3(c) and (d), while the spots are well separated on the 3D
map by m/z that brings a great value to the TLC analyses of
mixtures.
2D ESTASI-MSI was further performed on the same rhoda-
mine 6G and uorescein bands on the TLC plate in Fig. 3(a)
with a protocol described in detail in a recent publication.7 The
same extraction solvent was used, and the motored travel stage
was moved in both x and y directions with the step size of
200 mm, the translation rate of 5 mm s1 and the delay time of
1 s to accomplish the 2D scan. Normalized Rel. IC of each dye
was calculated and plotted versus the position on the TLC plate
to form a 2D MS image of the dye spots, where a more bright
colour means a more intensive signal of the corresponding
sample on mass spectrum, shown as Fig. 4. The plotted image
of the two dye spots by TLC-ESTASI-MSI was similar to the
optical image. Before reaching the sample spots, only the 3
protonated Ang I was observed on the mass spectra while both 3
protonated Ang I and dye ions were observed when ESTASI-MS
was performed on the corresponding dye spot (S2†). Consid-
ering that the spots had already been used for line scan before
the 2D imaging, the ESTASI-MS consumed only small amount of
samples for each analysis, making it possible to reanalyze the
plate several times before the consumption of the entire
sample. Indeed, with a sample spot of 1 mL, 10 mg mL1
rhodamine 6G on a HPRP C18 plate the ESTASI-MS signal of
rhodamine 6G lasted for more than 2 min with S/N > 3, whereFig. 4 2D TLC-ESTASI-MSI of rhodamine 6G and ﬂuorescein spots in
Fig. 3(a). Rel. IC/% of each dye was plotted with respect to the position
on the TLC plate and represented individually as the z-axis in a form of
green (ﬂuorescein) or red (rhodamine 6G) colour gradient.
This journal is © The Royal Society of Chemistry 20153 mM Ang I in 1% acetic acid, 75%methanol and 24% water was
delivered by the wetting capillary at 1 mL min1 to extract
sample continuously from the central position of the developed
band, see ESI Fig. S4.† Summing all the MS signal of rhodamine
6G during the constant TLC-ESTASI-MS analysis, the recovery
rate was determined as 78  3.5%.
The good correspondence between Fig. 4 and 3(a) demon-
strated that 2D ESTASI-MSI is a powerful method to reveal
completely and accurately the spatial distribution of the
analytes separated by TLC. Compared with the images obtained
previously,7 the image resolution and integrity have been
improved signicantly, which could be contributed to the
hydrophobic–hydrophobic or hydrophilic–hydrophilic interac-
tions between samples and TLC substrates leading to a reduced
tailing eﬀect.Quantication capability of TLC-ESTASI-MS
Quantitative capability of TLC-ESTASI-MS was also explored by
using rhodamine 6G on the HPRP C18 plate as an example.
ESTASI line-scans were performed across the centre lanes of ve
sample bands developed on a HPRP C18 plate. The ve samples
were prepared from 1 mL 0.01 mg mL1, 0.05 mg mL1, 0.1 mg
mL1, 0.15 mg mL1 and 0.2 mg mL1 rhodamine 6G, respec-
tively. 3 mM Ang I in 1% acetic acid, 75% methanol and 24%
water was delivered at 1 mL min1 to extract sample for
ESTASI-MS analysis. Ang I acted as internal standard for the
quantication. Rel. IC was calculated as the ratio between
rhodamine 6G (m/z 442.9 tom/z 443.7) and Ang I IC (m/z 432.7 to
m/z 433.8). The integrated peak areas of the Rel. IC chroma-
tography were plotted with respect to rhodamine 6G solution
concentrations to obtain the calibration curve as y ¼ 30.666 x 
0.105 (R2 ¼ 0.994), in Fig. 5. Three parallel tests were performed
to determine the standard deviation. A set of the Rel. IC
chromatography spectra are shown in the ESI Fig. S3† asFig. 5 Calibration plot of integrated peak area of Rel. IC chromatog-
raphy of rhodamine 6G from TLC-ESTASI-MS versus its concentration.
Each sample spot was developed from 1 mL of rhodamine 6G solutions
with diﬀerent concentrations, ranging from 0.01 mg mL1 to 0.2 mg
mL1 on a HPRP C18 plate. The ESTASI was performed with the
extraction solvent of Ang I (3 mM) in 1% acetic acid, 75% methanol and
24% water under the ﬂow rate of 1 mL min1.
RSC Adv., 2015, 5, 75395–75402 | 75399
RSC Advances Paperrepresentative results. The results show that TLC-ESTASI-MS
has a good quantication capability.Fig. 6 Contact angles of solvents on TLC plates. (a) Contact angles of
the solvents containing 50%, 75% and 99% H2O respectively on the
silane-modiﬁed silica gel TLC plate. (b) Contact angles of the solvents
containing 25%, 50%, 75% and 99% H2O respectively on the HPRP C18
plate. The error bar was obtained from three parallel tests to show the
standard deviation. (c) Photograph of 75% H2O on the silica plate. (d)
Photograph of 75% H2O on the silane-modiﬁed silica plate. (e)
Photograph of 25% H2O on a HP RP C18 plate.Surface modication of normal phase silica TLC plates for
ESTASI-MS analyses
Solvent mixtures containingmethanol, water and acetic acid are
commonly used in most ESI-based MS systems. However, both
water and methanol can be absorbed quickly by normal phase
silica gel TLC plates without forming small droplets for the
sample extraction of ESTASI-MS analysis. Furthermore, the
absorbed liquid can induce sample developing inside the TLC
plate. Therefore, normal phase and any water-wettable plates
are very diﬃcult to be directly analyzed by liquid-extraction
based MS analysis methods. Surface modication of the
plates is normally required before MS analysis. For example,
silicone oil was sprayed onto the normal phase silica gel plates
and HPTLC cellulose plates to form hydrophobic surfaces to
enable the MS analysis by a liquid microjunction surface
sampling probe.34
In this work, we use chlorotrimethylsilane vapour to modify
silica gel TLC plates aer sample separation to form highly
hydrophobic surfaces for ESTASI-MS analyses. Chloro-
trimethylsilane is volatile and reactive toward silicon hydroxyl
groups, resulting in the replacement of the hydrophilic hydroxyl
groups by hydrophobic silane. Compared to other modication
procedures, such as physical cover with paraﬃn or silicone oil,35
the vapour reaction of chlorotrimethylsilane with silica gel can
provide a surface homogeneously modied in a thin layer, and
without the coverage of the sample molecules that can lead to
lower sensitivity duringMS analysis. In addition, the silane does
not inuence MS analysis as it is chemically immobilized on the
stationary phase of TLC plates that cannot be removed during
ESTASI.
To evaluate the modication method, the contact angles of
solvents containing diﬀerent percentages of methanol and
water were measured on the modied silica gel plate, the
unmodied silica gel plate and the HPRP C18 plate. As shown in
Fig. 6(a), the contact angles of the solvents composed of 99%,
75% and 50% water in methanol with 1% acetic acid on the
silane modied silica gel plate was measured as 84, 77 and
63, respectively. When the water concentration was 25%, the
solvent could no longer form a stable droplet. In contrast, on
the silica gel plate without silane modications, even the
solvent containing 75% of water cannot form a stable droplet,
Fig. 6(c). When the HPRP C18 plate was employed, the contact
angles for the solvents of 99%, 75%, 50% and 25% water in
methanol with 1% acetic acid were measured as 135, 126, 90
and 39 respectively, in Fig. 6(b). Therefore, although the silane-
modied silica TLC plate is not as hydrophobic as the HPRP
C18 plate, it is much more hydrophobic than the unmodied
one and may be used in many liquid extraction based MS
analysis methods. Because the aﬃnity between the silica gel
plate and samples is mainly based on hydrophilic–hydrophilic
interactions, a higher concentration of water in the extraction
solvent could benet ESTASI-MS analysis. However, the surface
tension of the solvent also increases with the amount of water,75400 | RSC Adv., 2015, 5, 75395–75402making the ESTASI itself more diﬃcult.6 Therefore, the solvent
containing 75% water, 24% methanol and 1% acetic acid was
used as the extraction solvent when analyzing the silica TLC
plate.
To demonstrate the eﬀect of the silane modication in
ESTASI-MS analysis, enrooxacin (ENR), an antibiotic, was
developed in parallel on two silica TLC plates by the mobile
solution of methanol, 25% aqueous ammonia, ethyl acetate and
acetonitrile (1 : 1 : 2 : 1 by volume), and then analyzed by
ESTASI-MS, one with silane modication and the other not. In
Fig. 7(a), only a weak MS peak with the S/N of about 10 and
absolute intensity of 400 was observed for ENR at high amount
(2.7 nmol) on the plate without modication under the extrac-
tion solvent ow rate of 2 mLmin1. The high ow rate was used
here to form temporarily a droplet for ESTASI-MS analysis
under the strong absorption of the solvent by the TLC plate,
which would induce quick diﬀusion of samples inside the TLC
plate from the extraction droplet region. Therefore, only the
spot of very high amount of ENR can be detected by ESTASI-MS.
When the sample amount was lowered to 0.27 nmol, no signal
of ENR was obtained from the silica gel TLC plate under
optimized experimental conditions. In comparison, a much
stronger MS peak of ENR with the S/N larger than 100 and
absolute intensity of 10 000 was obtained from the developed
sample spot containing 2.7 nmol of ENR when the silane
modication was performed aer TLC separation and before
MS analysis, as shown in Fig. 7(b). Even when the sample
amount was lowered to 14 pmol, the ENR was still detectable
from the TLC plate aer silane modication with the S/N of
about 3 in Fig. 7(c).
It should be mentioned that the ow rate was lowered to
1 mL min1 during the analyses of the silane-modied silica gel
TLC plate, since the plate cannot absorb the solvent any more.This journal is © The Royal Society of Chemistry 2015
Fig. 7 ESTASI-MS spectra of sample spots from: (a) 1 mL, 1 mg mL1
ENR aqueous solution developed on a silica gel TLC plate, (b) 1 mL, 1 mg
mL1 ENR aqueous solution developed on a silica gel TLC plate with
silane modiﬁcation, and (c) 1 mL, 5 mg mL1 ENR solution developed on
a silica gel TLC plate with silane modiﬁcation. (d) ESTASI-MS SRM
spectrum of a sample spot from 1 mL, 0.5 mg mL1 ENR aqueous
solution developed on a silica gel TLC plate followed with silane
modiﬁcation. ESTASI-MS was performed with the extraction solvent of
75% water, 24% methanol and 1% acetic acid. Normalized collision
energy of CID: 25; isolation width of precursor ion:1; SRM range:m/z
316  16.
Fig. 8 ESTASI-MS line-scan of a drug mixture on a silica gel TLC plate
with silane modiﬁcation. The mixture contains ENR (1.4 nmol) and
4-acetamidophenol (3.3 nmol) (a) an optical image of the dried sample
spots on the TLC plate. (b) and (c) Rel. IC/% chromatography of ENR
and 4-acetamidophenol, respectively.
Paper RSC AdvancesSRM analysis of ENR was also performed using a diagnostic ion
at m/z 316, which corresponds to the neutral loss of CO2. As
shown in Fig. 7(d), the ion was still detectable with relative
strong intensity (90) when the sample amount was lowered to
1.4 pmol (1 mL, 0.5 mg mL1). Since no signal atm/z 316 could be
detected from a blank silica gel TLC plate aer silane modi-
cation, the sample amount can be further lowered, indicating
that the analysis specicity and sensitivity can be greatly
enhanced in the SRM mode TLC-ESTASI-MS. More detailed
information on TLC-ESTASI-MS SRM is given in the ESI S5.†
In the same way, we have demonstrated that 4-acet-
amidophenol, aspirin, caﬀeine, lomeoxacin and eroxacin can
also been detected by ESTASI-MS from the silica gel TLC plate
aer silane modication, as shown in the ESI (S1 and S6†),
illustrating the universal applicability to a wide range of samples.This journal is © The Royal Society of Chemistry 2015The line scan of sample spots on the silica gel TLC plate aer
silane modication can also be performed with ESTASI-MS. The
drug mixture containing ENR (1.4 nmol) and 4-acet-
amidophenol (3.3 nmol) was separated by a silica plate. The
obtained plate was then modied by silane before the
ESTASI-MS line scan. The line scan was performed along
the centre lane of the development bands in the developing
direction indicated with a white arrow in Fig. 8(a). The extrac-
tion solution was 3 mM Ang I in 1% acetic acid, 75% water and
24% methanol, injected at the ow rate of 1 mL min1. The
motored travel stage moved with the step size of 100 mm, the
translation rate of 5 mm s1 and the delay time of 1 s. The
normalized Rel. IC of ENR and 4-acetamidophenol was calcu-
lated and plotted to form the IC chromatography, as shown in
Fig. 8(b) and (c), which is in good correspondence with the
optical TLC image. The TLC resolution for the separation of
ENR and 4-acetamidophenol was calculated as 4.0 from the
optical image and 3.8 from the ESTASI-MS chromatography.Conclusions
In this study, we have developed a direct coupling of TLC with
ESTASI-MS for in situ analyses under ambient conditions with
no sample pretreatment. Dried samples separated by high
performance reverse phase TLC plates can be analyzed andRSC Adv., 2015, 5, 75395–75402 | 75401
RSC Advances Paperquantied directly by ESTASI-MS. We also proposed an eﬀec-
tive, simple surface modication process using chloro-
trimethylsilane to modify hydrophilic silica gel. In a line scan
mode, both chemical identication and TLC separation infor-
mation can be obtained from a number of mass spectra to
generate a 3D TLC-MS map. The distribution image of
compounds on TLC plates can also be accomplished with a
good spatial resolution in the 2D scan mode. The method
was found to be appropriate to the 12 tested samples.
TLC-ESTASI-MS can be readily applied in many other chemical
and biochemical analyses.Acknowledgements
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